Abstract: Fabric phase sorptive extraction (FPSE) has gained notable attention and interest both in batch and automatic mode utilizing advanced sol-gel derived microextraction sorbents and the hydrophobic/hydrophilic properties of fabric substrates. Recently, the innovative on-line fabric disk sorptive extraction (FDSE) has opened new opportunities in the field of automatic sample preparation (preconcentration/separation). A novel sol-gel sorbent based on caprolactone-dimethylsiloxane-caprolactone block polymer comprised of a non-polar dimethylsiloxane and hydrophilic caprolactone as a coating on hydrophobic polyester fabric substrate and its evaluation in an automatic FDSE system coupled with flame atomic absorption spectrometry (FAAS), is presented for the first time. The capabilities of the proposed flow injection system were assessed for trace Cu(II), Ni(II), Zn(II), Pb(II), and Cd(II) determination in urine samples. The method was based on the on-line formation of target analytes with ammonium pyrrolidine dithiocarbamate (APDC) and their retention onto the surface of the fabric disk medium. Methyl isobutyl ketone (MIBK) was used to elute metal-APDC complexes directly into the nebulizer-burner system of FAAS. For 90 s of preconcentration time, enhancement factors of 250, 130, 185, and 36 and detection limits (3 s) of 0.15, 0.41, 1.62, and 0.49 µg L −1 were obtained for Cu(II), Ni(II), Pb(II), and Cd(II), respectively. For 30 s of preconcentration time, an enhancement factor of 49 and a detection limit of 0.12 µg L −1 was achieved for Zn(II) determination. The precision, expressed as relative standard deviation (RSD), was lower than 3.5% for all metals. The accuracy of the proposed method was sufficient and evaluated by analyzing certified reference materials and biological samples.
Introduction
Since the discovery of solid phase extraction (SPE), there has been significant progress in the field of sample preparation, mostly focused on automation, miniaturization as well as on the simplification of the overall analytical procedure. During on-line SPE, sample contamination and analyte loss are avoided, leading to the improved reproducibility and sensitivity of the method. The time of analysis is also shorter, thanks to automatic sampling and reagent manipulation. Moreover, on-line SPE can be considered as an environmentally friendly technique as it fulfills the green analytical chemistry applied in different fields for the determination of various analytes, in batch mode, showing good analytical performance characteristics and low pre-analytical steps [3, 22, 23] .
Recently, an innovative technique called fabric disk sorptive extraction (FDSE) has been presented by Anthemidis et al. [24] . The FDSE is based on the use of sol-gel coated fabric disks packed in a series and fixed appropriately into an on-line microcolumn. FPSE media with various sol-gel coatings and fabric substrates (polyester, cellulose, glass wool etc.) can be used as fabric disks, in order to manufacture a variety of microcolumns with different geometrical characteristics. Advantages arising from the FDSE technique in on-line SPE systems include: (a) elaboration of new sorbent materials; (b) easy incorporation of the microcolumns in automatic systems; (c) easy permeation of the incoming flow through the pores of the fabric substrate due to limited backpressure; and (d) high reliability of sorbents resulting in a large number of sorption/elution cycles (over 500). Till now, the FDSE technique has been only applied for the determination of Pb(II) and Cd(II) by flame atomic absorption spectrometry (FAAS) in environmental water samples, showing good extraction sensitivity, and excellent reproducibility.
In this work, a novel sol-gel sorbent based on a caprolactone-dimethylsiloxane-caprolactone block polymer has been prepared and used as a sol-gel coating (PCL-DMS-CL) for fabric substrate and evaluated for the first time using the FDSE technique. The developed FDSE system coupled with FAAS was evaluated for the determination of essential, Cu(II), Ni(II), Zn(II) and toxic, Pb(II), Cd(II), metals providing improved sensitivity and flexibility. The accuracy of the developed FI-FDSE-FAAS method was sufficient and evaluated by the analysis of certified reference materials and biological samples.
Materials and Methods

Instrumentation
A 5100 PC Perkin-Elmer flame atomic absorption spectrometer (Perkin-Elmer, Norwalk, CT, USA) equipped with single element hollow cathode lamps (Perkin-Elmer Lumina HCL) was used for metal determination. The monochromator spectral bandpass (slit) was set at 0.7 nm for Cu(II), Zn(II), Pb(II) and Cd(II) and at 0.2 nm for Ni(II) and the wavelength was set at 324.8, 213.9, 232.0, 283.3, and 228.8 nm for Cu(II), Zn(II), Ni(II), Pb(II) and Cd(II), respectively. The flame was slightly leaner, than the manufacturer recommended, to compensate for the effect of the methyl isobutyl ketone (MIBK), which serves as additional fuel. The air and acetylene flow rates were set at 10.0 and 1.0 L min −1 , respectively, resulting in a 5.8 mL min −1 nebulizer free uptake. A FIAS-400 flow injection system (Perkin-Elmer) consisted of two peristaltic pumps P1, P2, and a 5-port, 2-position injection valve (IV) was used for the automatic handling of the FDSE procedure, in combination with FAAS. The FAAS and FIAS-400 flow system was controlled by a personal computer running the AA Lab Benchtop version 7.2 software. A "T" type mixing device before the inlet of the nebulizer was adopted as a flow compensation (FC) unit between the elution flow rate (4.8 mL min −1 ) and the free pneumatic nebulizer aspiration (5.8 mL min −1 ). A displacement bottle (Tecator, Hoganas, Sweden, http://www.foss.dk) was employed for the delivery of the extractant solvent, MIBK.
The FDSE preconcentration microcolumn was manufactured by using and modifying a polyethylene body of an insulin syringe 1 mL (BD Microfine plus, USA) that was cut to be 2.0 cm long and packed with the sol-gel coated fabric disks in a row. The sol-gel PCL-DMS-CL fabric medium was cut in 50 disks (i.d. 4.6 mm) and firmly packed into the FDSE microcolumn, without the need of glass wool or frits at the two ends, as it was reported elsewhere [24] . The effective length of the sorbent material was 8.4 mm and the amount was 72 mg. This specific configuration of the FDSE microcolumn offers noteworthy advantages including: (1) limited backpressure thanks to easy permeation through the pores of the fabric substrate; (2) no channel formation resulting in high extraction efficiency; and (3) application of higher loading flow rates for higher enhancement factors. The performance characteristics of the FDSE microcolumn were unaffected for over 600 sorption/elution cycles.
Reagents and Samples
Ultra pure water was used throughout the study, produced by a Milli-Q system (Merck, Darmstadt, Germany). All chemicals were of analytical grade and purchased by Merck (Darmstadt, Germany, http://www.merck.de). Standard solutions of Cu(II), Ni(II), Zn(II), Pb(II) and Cd(II) were prepared by stepwise dilution of 1000 mg L −1 stock standard solutions (Titrisol, Merck) to the required µg L −1 levels, in 0.01 mol L −1 HNO 3 , just before use. The chelating agent 0.05% m/v ammonium pyrrolidine dithiocarbamate (APDC) (Merck, Darmstadt, Germany) was prepared daily by dissolving the appropriate amount in the ultra pure water. The eluent, MIBK was saturated with ultra pure water, without any other purification.
The substrate for the FDSE medium, 100% polyester fabric, was purchased from Jo-Ann Fabric (Miami, FL, USA).
The accuracy of the developed method was estimated by analyzing two certified reference materials (CRMs): BCR 278-R (Community Bureau of Reference Brussels, Belgium) containing trace elements in mussel tissue and Seronorm™ Trace Elements Urine Level-1, containing trace elements in urine. In addition, a urine mixture (800 mL) provided by young healthy persons was analyzed by the proposed method, after a wet-digestion procedure. Mussel tissue and urine samples were digested using concentrated HNO 3 . The digestion procedure was carried out at 130-140 • C into a stainless-steel pressurized bomb according to the manufacturer's recommendations. After cooling the system, the digests were properly diluted in ultra pure water and the resulting solutions were used for the analysis.
Preparation of Sol-Gel Poly(caprolactone-dimethylsiloxane-caprolactone) Coating on Polyester Substrate
The sol-gel coating procedure on the fabric substrate involves the following steps: (i) surface treatment of the polyester substrate; (ii) design and preparation of the sol solution incorporating all the necessary sol-gel reaction ingredients; (iii) conditioning and ageing of the sol-gel coated fabric medium; (iv) post-coating cleaning of the fabric medium [25] .
A comprehensive and step-by-step procedure for substrate surface treatment, design, and preparation of the sol solution, sol-gel coating on the substrate surface, conditioning and ageing of the sol-gel sorbent and the cleaning of the sol-gel sorbent coated FPSE media have been described elsewhere [25] . Briefly, a 15 cm × 10 cm piece of polyester fabric was prepared for the sol-gel coating. The sol solution was prepared by dissolving 10 g of poly(caprolactone-dimethylsiloxane-caprolactone) block copolymer into 20 mL of methylene chloride/acetone mixed solvent system (50:50 v/v). Subsequently, 10 mL methyl trimethoxysilane and 4 mL trifluoroacetic acid (containing 5% water) were added to the mixture. In order to obtain a homogeneous solution, the solution was vortexed for 3 min, followed by centrifugation for 5 min. The clear, supernatant sol solution was then transferred into a 60-mL amber glass reaction vessel. The clean, treated polyester fabric was then gently immersed into the solution. The sol-gel coating process continued for a period of 4 h. After the completion of the coating process, the sol-gel sorbent coated polyester fabric was removed from the reaction vessel and was air dried for 30 min. Subsequently, the sol-gel sorbent coated FPSE medium was conditioned and aged in a home-made conditioning device built inside a gas chromatography oven under a continuous helium gas flow at 50 • C for 24 h. The conditioned FPSE medium was then rinsed with methylene chloride and methanol, respectively. The cleaned FPSE medium was then air dried for 30 min. Finally, the clean and dried FPSE medium was stored in an air-tight glass container until its use in fabric disk sorptive extraction.
FI-FDSE-FAAS Analytical Procedure
The developed automatic method for metal determination includes two main operation steps, which are given in detail in Table 1 . The on-line flow injection manifold is schematically illustrated in Figure 1 . In the loading step, (Table 1, Step 1, Figure 1a) , the injection valve (IV) was in the "Load" position and pump P2 in operation for the sample and chelating agent, APDC, solution delivery through the FDSE microcolumn at a fixed flow rate for a loading time of 90 s for Cu(II), Ni(II), Pb(II), Cd(II) and 30 s for Zn(II). The on-line formed metal-APDC complexes were adsorbed onto the surface of the FDSE sorbent material. Meanwhile, pump P1 was inactive and the pneumatic FAAS nebulizer aspirated air through the FC unit. During the elution step, (Table 1, Step 2, Figure 1b) , the IV was in the "Elute" position and pump P1 was activated for the propulsion of the extractant solvent, MIBK, through the microcolumn for 20 s at a flow rate of 4.8 mL min −1 , in order to transfer the eluted complexes directly to the FAAS nebulizer for measurement and quantification. Meanwhile, pump P2 was inactivated to avoid the additional consumption of the sample. The FDSE microcolumn was arranged on the IV in such a way that it enabled an elution process in a reverse direction than that of the loading one, keeping the dispersion of the eluted analytes as low as possible. Five replicates per assay were performed in all instances. The recorded signal of the absorbance was sharp and the peak height was proportional to metal concentration in the sample. Cd(II) and 30 s for Zn(II). The on-line formed metal-APDC complexes were adsorbed onto the surface of the FDSE sorbent material. Meanwhile, pump P1 was inactive and the pneumatic FAAS nebulizer aspirated air through the FC unit. During the elution step, (Table 1, Step 2, Figure 1b) , the IV was in the "Elute" position and pump P1 was activated for the propulsion of the extractant solvent, MIBK, through the microcolumn for 20 s at a flow rate of 4.8 mL min −1 , in order to transfer the eluted complexes directly to the FAAS nebulizer for measurement and quantification. Meanwhile, pump P2 was inactivated to avoid the additional consumption of the sample. The FDSE microcolumn was arranged on the IV in such a way that it enabled an elution process in a reverse direction than that of the loading one, keeping the dispersion of the eluted analytes as low as possible. Five replicates per assay were performed in all instances. The recorded signal of the absorbance was sharp and the peak height was proportional to metal concentration in the sample. 
Results and Discussion
Surface Morphology and Properties of Sol-Gel Sorbent FDSE Medium
The fabric sorbent extraction medium used in the fabric disk construction was a hydrophobic polyester fabric substrate coated with a medium polar sol-gel poly(caprolactone-dimethylsiloxanecaprolactone), PCL-DMS-CL, with a sorbent loading of 4.35 mg cm −2 . Polydimethylsiloxane (PDMS) is the most frequently used material in sample preparation techniques thanks to its inherent versatility, high thermal stability, and application potential for a wide range of analytes. PDMS is a non-polar polymer presenting high affinity for the extraction of non-polar compounds and has been used as coating for different extraction devices [26, 27] . On the other hand, polycaprolactone (PCL), a cyclic ester possessing a seven-membered ring, is a hydrophilic semi-crystalline polymer with an exceptional blend-compatibility with other polymers. Copolymers of PCL, block or random, can be formed using monomers like DMS [28] . In this study, the efficient incorporation of PCL into the polymeric structure of DMS in a solution under extraordinarily mild thermal conditions has led to the development of a brand new sol-gel coating for fabric substrate. The sol-gel coating procedure results in the well-maintained porosity of the polyester fabric, allowing fast and easy permeation of the sample solution through its surface. The analyte extraction kinetic is accelerated and thus its extraction equilibrium time becomes shorter. The hybrid nature of the sol-gel developed network along with the strong covalent bond between the coating and the fabric substrate, result in a robust sorbent material able to be exposed in several organic solvents with limited risk of analyte loss. A schematic representation of sol-gel poly(caprolactone-dimethylsiloxane-caprolactone) coated polyester fabric is presented in Figure 2 . 
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Study of Preconcentration Conditions
Chemical and hydrodynamic parameters affecting the sensitivity of the proposed FI-FDSE-FAAS method were optimized using the univariate methodology. 
Retention of the Analytes onto the Microcolumn
Several chelating agents like dithiocarbamates (DTCs), are broadly used for the preconcentration/separation of heavy metal ions due to their strong binding and complexing ability with them. Among them, APDC has been found to be more suitable for atomic absorption especially 
Study of Preconcentration Conditions
Chemical and hydrodynamic parameters affecting the sensitivity of the proposed FI-FDSE-FAAS method were optimized using the univariate methodology. were employed throughout the study using the manifold depicted in Figure 1. 
Retention of the Analytes onto the Microcolumn
Several chelating agents like dithiocarbamates (DTCs), are broadly used for the preconcentration/separation of heavy metal ions due to their strong binding and complexing ability with them. Among them, APDC has been found to be more suitable for atomic absorption especially at low pH values than other dithiocarbamates. It is worth mentioning that APDC forms stable complexes with a large number of metals and for this reason it is widely used in extraction procedures [18, 29] . APDC is a highly polar chelating agent with logKow < 1.10. However, after complexing with metal ions, electron rich centers become overall electronically charge neutral and consequently, the complex turns into a relatively hydrophobic compound. As such, a hydrophobic surface capable of offering London dispersion type of intermolecular interactions could provide high affinity to selectively extract and efficiently preconcentrate metal-APDC complexes. In this work, a hydrophobic polyester fabric substrate coated with a mixed polymer of non-polar dimethylsiloxane and caprolactone was adopted as an efficient extraction medium. Hence, a solution of 0.05% m/v APDC in water, was used throughout the study as it was proved adequate for the complexation of all analytes.
pH Studies
The pH value of the sample solution strongly affects the complex formation and its retention onto the sorbent surface during the loading step. The effect of pH on the absorbance was studied for pH values between 0.5 and 4.8 by adjusting it with dilute HNO 3 . The maximum absorption signal was obtained within the pH range of 1.5-3.6 for Cu(II) and Pb(II), 1.5-3.0 for Ni(II), 2.0-3.6 for Zn(II), and 1.5-2.5 for Cd(II), respectively, as shown in Figure 3 . Finally, a pH value between 2.0-2.5 was employed for all analytes throughout the study. The adopted pH value facilitates the direct use of the aqueous samples after common acid preservation at pH ≈ 2.0.
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Effect of Loading Flow Rate
The efficiency of the on-line, time-based solid phase extraction system is significantly affected by the total loading flow rate defining the preconcentrated sample amount as well as the linear velocity of the solution into the microcolumn and thus, the sensitivity of the method. The sample and APDC solutions were pumped by the peristaltic pump (P2, Figure 1 ) while the ratio of their flow rates was fixed at ca. 11.5. The effect of the loading flow rate (sample + APDC flow rate) on the absorbance was studied in the range of 5.5-12.5 mL min −1 . The absorbance was increased almost linearly within the examined range for an appropriate loading time for all analytes, proving that the kinetic of the complex formation was fast and the contact time for all metals was adequate. This is an important advantage, because various loading flow rates can be used with proportional sensitivity. Finally, for higher sensitivity, a loading flow rate of 12.5 mL min −1 was adopted for all metals. Table 1 .
The efficiency of the on-line, time-based solid phase extraction system is significantly affected by the total loading flow rate defining the preconcentrated sample amount as well as the linear velocity of the solution into the microcolumn and thus, the sensitivity of the method. The sample and APDC solutions were pumped by the peristaltic pump (P2, Figure 1 ) while the ratio of their flow rates was fixed at ca. 11.5. The effect of the loading flow rate (sample + APDC flow rate) on the absorbance was studied in the range of 5.5-12.5 mL min −1 . The absorbance was increased almost linearly within the examined range for an appropriate loading time for all analytes, proving that the kinetic of the complex formation was fast and the contact time for all metals was adequate. This is an important advantage, because various loading flow rates can be used with proportional sensitivity. Finally, for higher sensitivity, a loading flow rate of 12.5 mL min −1 was adopted for all metals.
Selection of Eluent and Elution Flow Rate
Out of the many chelator-solvent pairs that have been suggested in the literature, the combination of APDC and MIBK is the most widely used for metal preconcentration, either with liquid-liquid extraction or SPE [29] . MIBK exhibits ideal combustion properties for FAAS as it contributes to the rising of the flame temperature and a decrease of the extractant viscosity. This feature leads to better atomization conditions as well as better elution of the retained complexes. In the present work, MIBK was chosen as an eluent (extractant solvent), producing the higher and sharper signals than the other organic solvents. Considering the elution flow rate, it should be compatible with the FAAS nebulizer's free uptake. The elution flow rate was studied in the range of 2.4-6.4 mL min −1 . As it was shown, maximum absorbance was recorded at flow rates between 4.0-4.8 mL min −1 . For higher and lower flow rates, the analytical signal was decreased possibly due to the insufficient elution and the analyte dispersion into the eluent segment during its transportation towards the FAAS nebulizer. A MIBK flow rate of 4.8 mL min −1 was used for further experiments.
Effect of Preconcentration Time
In on-line time-dependent SPE methods, the amount of preconcentrated analyte is mainly affected by the loading time, which is also termed as the preconcentration time. Generally, the higher loading time the higher the analytical signals. The influence of the loading time on the absorbance of all metals was examined from 60 to 180 s for Cu(II), Ni(II), Pb(II) and Cd(II) and from 10 to 60 s for Zn(II). The obtained results given in Figure 4 , showed that the absorbance increased almost linearly up to 180 s for Cu(II), Ni(II), Pb(II), and Cd(II) and up to 30 s for Zn(II). It must be mentioned that in the case of Zn(II), for loading times higher than 30 s, the recorded signals were slightly decreased, probably due to the partial leaching of the Zn(II) complex. Consequently, a loading time of 30 s for Zn(II) and 90 s for the other metals were selected as a compromise between sensitivity, sample consumption, and sampling frequency.
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The determination of trace metal ions can be affected by the matrix components. The interferences of ions usually found in biological fluids such as urine as well as some toxic metals were investigated in the frame of their complexation and retention onto the fabric medium. Table 1 .
The determination of trace metal ions can be affected by the matrix components. The interferences of ions usually found in biological fluids such as urine as well as some toxic metals were investigated in the frame of their complexation and retention onto the fabric medium. 
Analytical Performance Characteristics
The effectiveness of the proposed method in the context of analytical performance characteristics was estimated under the optimal conditions and summarized in Table 2 . For 90 s preconcentration time, the sampling frequency was 33 h −1 for Cu(II), Ni(II), Pb(II), and Cd(II) and 72 h −1 for Zn(II). The detection limit was calculated by 3 s criterion, 3 s/S, where s is the standard deviation of the blank measurements (n = 11) and S is the slope of each calibration curve. The detection limits were determined to be 0.15 for Cu(II), 0.41 for Ni(II), 0.12 for Zn(II), 1.62 for Pb(II), and 0.49 µg L −1 for Cd(II). The precision of the method expressed as the relative standard deviation, (RSD) was calculated between 2.2% and 3.5%. The enhancement factors were calculated as the ratio of the slopes of the calibration curves obtained using the proposed preconcentration method and direct aspiration without preconcentration. For Cu(II), Ni(II), Zn(II), Pb(II), and Cd(II) the enhancement factors ranged from 36 to 250. Table 2 .
Analytical performance characteristics of the on-line FI-FDSE-FAAS method for metal determination. The figures of merit of the proposed FI-FDSE-FAAS method and other selected on-line SPE methods coupled to FAAS [8, 10, 12, 14, 15, 18, 24, [30] [31] [32] [33] [34] [35] [36] [37] [38] [39] [40] [41] [42] [43] , are compiled in Table S1 (Supplementary Materials). The proposed method features good sensitivity and precision with better or similar detection limits than earlier works for Cu(II) [8, 15, 31, 32, 34] , Ni(II) [8, [38] [39] [40] , Zn(II) [41] [42] [43] , Pb(II) [8, 24] , and Cd(II) [24] assays, using a shorter preconcentration time.
Applications
The accuracy of the developed FI-FDSE-FAAS method was estimated by analyzing the CRMs BCR 278-R and Seronorm™ Trace Elements Urine Level-1. The trueness of the analytical method was demonstrated by the student t-test in order to find if there are statistically significant differences versus the certified values for each target analyte. The t exp values were calculated by the following equation:
, where x is the sample mean value, µ is the certified value, s is the standard deviation of the sample values and n is the replicate determinations (n = 3). In this case, there are two degrees of freedom (n − 1), and therefore t value obtained from the table of the student t-distribution, t crit , is 4.303 at the 95% confidence level. The analytical values and t exp values for Cu(II), Ni(II), Zn(II), Pb(II), and Cd(II), in the above CRMs are presented in Table 3 . Since all t exp values are lower than t crit , no statistically significant differences were found at the 95% probability level, indicating the applicability of the FI-FDSE-FAAS method in such types of samples.
The method was also applied for the determination of Cu(II), Ni(II), Zn(II), Pb(II) and Cd(II) in urine samples collected by young healthy persons following the procedure described in Section 2.2. The recovery was estimated by adding known amounts of analyte standards in the examined samples. Results are presented in Table 4 . Recoveries were satisfactory and ranged from 95.0 to 102.0 proving good analytical performance of the proposed method in the analysis of urine samples. 
Conclusions
A novel automatic flow injection fabric disk sorptive extraction platform for essential and toxic metal enrichment for flame atomic absorption spectrometric determination was developed. In the proposed method, a sorbent packing material consisted of polyester fabric disks coated with sol-gel poly (caprolactone-dimethylsiloxane-caprolactone) was demonstrated for the first time. The method proved to be simple, rapid, inexpensive, and reliable for Cu(II), Ni(II), Zn(II), Pb(II), and Cd(II) determination in biological and urine samples with good performance characteristics. The extraction efficiency of the FDSE microcolumn was found unaffected even after applying more than 600 sorption/elution analytical cycles, demonstrating high chemical and mechanical stability. In addition, high sample loading flow rates can be applied resulting in improved preconcentration factors. Future research should be focused on studying the on-line FDSE potentials and its analytical performance for the determination of organic compounds in various matrices. 
